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E N G I N E E R I N G

A wearable textile-based pneumatic energy harvesting 
system for assistive robotics
Rachel A. Shveda1†, Anoop Rajappan1†, Te Faye Yap1, Zhen Liu1, Marquise D. Bell1, 
Barclay Jumet1, Vanessa Sanchez2,3, Daniel J. Preston1*

Wearable assistive, rehabilitative, and augmentative devices currently require bulky power supplies, often making 
these tools more of a burden than an asset. This work introduces a soft, low-profile, textile-based pneumatic 
energy harvesting system that extracts power directly from the foot strike of a user during walking. Energy is 
harvested with a textile pump integrated into the insole of the user’s shoe and stored in a wearable textile bladder 
to operate pneumatic actuators on demand, with system performance optimized based on a mechano-fluidic 
model. The system recovered a maximum average power of nearly 3 W with over 20% conversion efficiency—
outperforming electromagnetic, piezoelectric, and triboelectric alternatives—and was used to power a wearable 
arm-lift device that assists shoulder motion and a supernumerary robotic arm, demonstrating its capability as a 
lightweight, low-cost, and comfortable solution to support adults with upper body functional limitations in 
activities of daily living.

INTRODUCTION
More than 30 million adults in the United States live with an upper 
body functional limitation (1). The most common limitation re-
ported among adults is difficulty lifting a 4.5-kg object, with 
13 million unable to do so at all, while several million adults also 
have difficulty grasping, reaching, and pushing or pulling with their 
hands (1). Upper body function is critical to a person’s ability to 
perform activities of daily living such as eating, dressing, and bathing; 
limited ability to perform these functions correlates with an increased 
risk of mortality (2), and employed adults with a disability earn 25% 
less than adults without a disability (1). Wearable assistive devices 
that are soft, affordable, low profile, lightweight, and portable can 
substantially enhance pathways to recovery and quality of life for 
individuals with upper body impairments (3, 4).

Various assistive and rehabilitative devices have been designed 
to support individuals with upper body limitations; these devices 
include soft exogloves for hand support and rehabilitation (5–7), 
exosuits for back support and rehabilitation (8, 9), and exosleeves 
for shoulder (10–12), elbow (13–15), forearm (16, 17), and wrist 
(18–20) support and rehabilitation (21, 22). These devices can also 
serve to augment the capabilities of nondisabled adults by, for 
example, acting as a supernumerary limb (or “third arm”) (23–27), 
supplementing lifting capacity (28), or providing hip and ankle 
assistance during loaded walking (29, 30). Supernumerary robotic 
limbs, in particular, have been effective in supporting, assisting, or 
enhancing users’ existing capabilities (31–34). Wearable robotic 
devices are often made from soft and lightweight materials such as 
elastomers and textiles to promote comfort and safety of the user 
(3). However, these devices require power, and the weight and bulk 
of common power supplies such as batteries, compressors, and 
pumps, as well as accompanying hardware such as valves, cables, 
and electronics, often make these tools more of a burden than an 

asset (35). The development of lightweight, portable, and unobtrusive 
power sources is thus a prerequisite for the emergence of practical 
wearables that fully leverage the capabilities of soft robotic actuators 
(35, 36).

Integration of energy harvesting capability in clothing offers an 
attractive substitute for bulky onboard power units and is capable of 
substantially reducing device weight and size while precluding the 
need for recharging or refueling as power is generated continuously 
during use. Body movement, heat, and biochemical potential are all 
readily available and easily accessible energy sources for wearable devices, 
with motion of the limbs—specifically, foot strike—representing 
the most abundant source of power (37–39). Shoe-based energy 
harvesting systems have been developed to capitalize on this source 
of power since as early as 1948 (40, 41). Several physical mecha-
nisms have been used to harvest energy during walking: pneumatic, 
electromagnetic, triboelectric, piezoelectric, hydroelectric, thermo-
electric, and pyroelectric approaches have been demonstrated in 
prior work (38, 39). Recently, advances in thin-film and fiber- based 
triboelectric nanogenerators and fiber lithium-ion batteries have 
enabled their direct integration into shoe insoles and woven textiles 
(42–44). However, the power output of these devices is currently 
in the milliwatt range, which, although suitable for sensors and 
low-power electronics, remains inadequate for powering practical 
assistive actuators during everyday use. In addition, because many 
soft actuators used in assistive devices rely on pneumatic actuation 
(5, 45, 46), approaches that generate electricity require an addi-
tional conversion step from electrical to pneumatic power for use 
with these assistive devices, further reducing efficiency and adding 
bulk by requiring more components (47, 48). Ogawa et al. (49, 50) 
developed an in-shoe pneumatic energy harvesting system, but still 
relied on a hard tank for pneumatic energy storage; furthermore, 
their system was neither modeled to elucidate the underlying phys-
ics and thermodynamics of operation nor optimized for maximum 
performance.

In this work, we develop a textile-based energy harvesting system 
that extracts pneumatic energy using a soft textile pump integrated 
directly into the insole of the user’s shoe; the energy harvested 
during walking is stored inside a soft, wearable textile bladder until 
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dispensed by the user to power actuators as needed. Our energy 
harvesting platform thus enables users to comfortably produce and 
store the power needed to operate the pneumatic actuators found in 
many common assistive and rehabilitative devices. We built our 
devices using stacked laminate assembly of heat-sealable textiles, 
ensuring scalability and ease of manufacturing (3, 36). To optimize 
the performance of our system, we developed a mechano-fluidic 
model, validated its predictions against experimental results, and 
used it to guide the final design of our devices. Our system achieved 
high conversion efficiencies, recovering more than 20% of the 
mechanical energy available from walking during experiments; the 
insole textile pump attained a maximum average power output of 
3 W that surpasses the capabilities of existing foot-strike energy 
harvesting systems based on electrical mechanisms. The direct 
generation of pneumatic power further eliminates the need for an 
additional electric-to-pneumatic energy conversion step required 
by alternate approaches. We demonstrate the use of our system in 
powering two assistive actuators fabricated entirely from textiles: (i) 
an arm-lift device that assists shoulder motion and (ii) a robotic 
“third arm” that augments user capability.

RESULTS
The textile-based pneumatic energy harvesting system
The soft energy harvesting system comprises two key components 
each built from textiles: an insole pneumatic pump, which we call 
the “energy harvesting device” or EHD, and a wearable pneumatic 
accumulator, which we refer to as the “energy storage bladder” 
or ESB (Fig. 1). Both the EHD and the ESB were fabricated by first 

laser patterning and then thermally bonding layers of heat-sealable 
textile, namely, nylon taffeta fabric coated on one side with thermo-
plastic polyurethane (TPU). Our fabrication approach was guided 
mainly by the need for scalability and ease of manufacturing of our 
textile devices; laser patterning allows fast and easy customization 
of devices, and heat sealing of thermoplastic-coated fabric is a widely 
adopted technique in the commercial production of garments (51). 
Stacked laminate assembly of carefully designed textile layers yielded 
durable insole EHDs capable of enduring large applied forces (~300 N) 
and cyclic deformation, and a wearable, low-profile ESB capable of 
storing air at high pressure (~1 bar) with no leakage.

During walking, the compressive force exerted by the user’s foot 
performs mechanical work on the EHD; the EHD converts this 
work into free energy of pressurized gas, which is then conveyed to 
and stored in the ESB for later use. To enable its operation as an air 
pump, we filled the textile pouch of the EHD with water-blown 
polyurethane foam (Fig. 1A) and added a pair of check valves to 
enforce unidirectional flow of air from the inlet to the outlet (52) 
(Fig. 1C). When force applied by the foot depresses the EHD (the 
“foot strike” or compression phase of the pump cycle), air within 
the pouch is pressurized and forced through the outlet valve into 
the ESB. When the foot is raised, relieving the force on the EHD 
(the “liftoff” or intake phase of the pump cycle), the pouch inflates 
under the restoring force of the foam and is refilled by ambient air 
drawn through the inlet valve. We fabricated three different proto-
types of the EHD, with pouch volumes of 6, 35, and 72 ml; other 
aspects of the design were kept unchanged. Figure 1C illustrates one 
possible configuration of the energy harvesting system and the 
corresponding placement of the EHD and ESB on the user: The 
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Fig. 1. Fabrication and donning of the textile-based energy-harvesting system. (A) Fabricating the insole EHD from heat-sealable textile layers. (B) Scanning electron 
micrographs of EHD components: open-cell foam interior and textile exterior. (C) A user wearing the fully assembled system. The EHD is integrated into the insole of the 
right shoe, and the textile ESB is worn around the waist. Insets show the textile layers used to fabricate the ESB and a schematic diagram of the pneumatic circuit linking 
the EHD and ESB.
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flexible ESB may be worn comfortably around the user’s waist, and 
the soft EHD fits unobtrusively inside the user’s shoe. The ESB serves 
as a portable source of pressurized air for powering pneumatic 
actuators that assist the user with various functions. The ESB can 
be repositioned easily, without affecting system performance, to 
enhance comfort or facilitate use with commercial assistive and 
rehabilitative pneumatic devices.

To evaluate the performance of our energy harvesting system, 
we measured the force of foot strike on the EHD and the pressure 
inside the ESB as a function of time for a 55-kg user walking on 
a treadmill at 3 mph (4.8 km/hour, corresponding to the average 
walking speed for adults less than 30 years old) (53), as shown in 
Fig. 2A. A video recording of the test using the 35-ml EHD is 
included as movie S1. The system successfully extracted and stored 
pneumatic energy during walking, which was subsequently used to 
power two textile-based actuators, namely, a soft arm-lift assistive 
device and a supernumerary arm.

Mechano-fluidic modeling of the textile energy 
harvesting system
We used a quasi-static force balance on the pouch to model fluid flow 
through the EHD and thereby characterize its pumping performance 
(Fig. 2B). To simplify analysis, air inside the pouch was modeled 
using the ideal gas equation of state, and the temperature of the gas 
was assumed constant and equal to the steady-state temperature 
measured inside the shoe. The pumping cycle of the EHD occurs in 
four consecutive stages as it undergoes repeated loading and un-
loading inside the shoe. In stage 1, force applied during foot strike 
compresses the EHD and increases the pressure of the gas within 
the porous foam. When pressure inside the EHD exceeds that of the 
ESB, the outlet valve opens, releasing compressed air to the ESB for 
storage (stage 2). Stage 3 commences with liftoff of the foot; as the 
stepping force is removed, the EHD expands under the restoring 
force of the foam, and gas pressure inside the pouch falls. Last, in 
stage 4, fresh air is drawn in through the intake valve when the 
internal pressure drops below that of ambient air. The forces acting 
on the top wall of the pouch (represented by the “piston” of a pneu-
matic cylinder) at an arbitrary point during this cycle are shown in 
Fig. 2B; these include the stepping force Fstep exerted by the foot, the 
restoring force Fspring from the foam, and the pressure forces Fatm 
and Fgas, respectively, resulting from internal and external air pressure 
acting on the effective contact area of the pouch.

Accurate modeling of the pressure within the EHD during the 
stepping cycle required realistic descriptions of the stepping force, 
pouch deformation, and reaction force from the foam. To this end, 
we measured the stepping force on the EHD during walking using 
force-sensing resistors mounted on the insole of the user’s shoe (fig. 
S5). The transient force profile could be well approximated by a 
trapezoidal waveform with frequency equaling the rate of footfalls 
during walking (Fig. 2B); the peak force was inferred separately 
from measurements of the peak gas pressure attained during the 
compression phase. The flattening of the lenticular EHD pouch when 
compressed by the foot results in nonlinear changes in its internal 
volume and effective contact area; furthermore, the polyurethane 
foam behaves as a nonlinear spring, and its reaction force diverges 
upon approaching maximum deformation. The change in gas 
volume and the restoring force from the foam were both measured 
as a function of vertical displacement through simulated compression 
of the EHD using a universal testing machine (Instron 68SC-2); the 

internal volume of the EHD was approximated using a quadratic 
polynomial fit (fig. S4), whereas the foam reaction force showed 
good conformance to a neo-Hookean–type force function (fig. S6). 
We developed a time-stepping routine that solves the nonlinear 
force balance equation numerically to capture the temporal evolu-
tion of system parameters—such as the deformation of the EHD 
and the rate of airflow to the ESB—for any arbitrary choice of the 
stepping force. A detailed description of our model, including 
the executable code, is provided in the Supplementary Materials. 
The model predictions for the 6-, 35-, and 72-ml EHDs are shown 
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Fig. 2. Characterizing the performance of the energy harvesting system. (A) A user 
wearing the energy harvesting system walks on a treadmill during experimental 
measurements. (B) Schematic representation of the mechano-fluidic model used 
for performance evaluation and optimization. The inset shows the experimentally 
measured stepping force (solid curve) along with the matching trapezoidal wave-
form (dashed curve) used to model it. (C) Transient pressure traces predicted by 
the model (dashed curves) were validated against experimental measurements 
(solid curves). (D) Predicted and measured gas pressure inside the ESB for a 55-kg 
user walking at 3 mph. (E) Comparison of the maximum power output of the insole 
EHD with existing electromagnetic, piezoelectric, and triboelectric foot-strike energy 
harvesting systems.
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alongside experimental data in Fig. 2 (C and D); the predicted 
pressure traces show good agreement with the experimental pressure 
measurements for all three prototypes.

We used our mechano-fluidic model to determine the maximum 
average power (i.e., the maximum power that could be continuously 
supplied to a balanced load optimized for the system) and the overall 
energy conversion efficiency of our energy harvesting system. At 
any given pressure, the usable pneumatic energy stored in the ESB 
is given by the thermodynamic availability (exergy) of the com-
pressed gas contained within it; the availability is equal to the max-
imum displacement work that can be extracted if the pressurized 
gas in the ESB is expanded reversibly against the atmosphere (eq. S24 
and fig. S7A). To determine the average power output of the EHD, 
we divided the increase in stored energy during each foot strike by 
the duration of the corresponding step cycle (fig. S7B). For a 55-kg 
human user walking at 3 mph, our system achieved maximum average 
powers of 2.96, 1.94, and 0.44 W, respectively, using the 72-, 35-, 
and 6-ml EHDs (figs. S7B and S8). In Fig. 2E, we compare the max-
imum average power output of our system with those achieved by 
previously reported foot-strike energy harvesting systems based on 
piezoelectric, triboelectric, and electromagnetic mechanisms (38, 50). 
The comparison reveals that our system outperforms all approaches 
using electric mechanisms for energy harvesting by over 100% in 
maximum average power. Additional details on this comparison with 
extant foot strike energy harvesting systems are provided in the 
Supplementary Materials (table S6).

We define the conversion efficiency of our device as the ratio of 
the energy content of the ESB when it reaches full inflation (taken to 
be 99% of its final steady-state pressure; see fig. S9) to the cumula-
tive mechanical work performed by the stepping force on the EHD 
until that point in time. The work input to the EHD was estimated 
by integrating the stepping force with respect to the displacement of 
the foot-pouch contact point; the negative work done by the EHD 
in raising the foot during the reinflation phase was ignored in this 
calculation, yielding conservative estimates of efficiency. Our opti-
mized 6-ml EHD achieved an energy conversion efficiency of 23% 
(details are included in the Supplementary Materials).

Validating system performance for different users 
and walking speeds
Figure 3A shows pneumatic energy harvesting using the 35-ml 
EHD for a 72-kg user walking at different speeds; whereas 3 mph 
(4.8 km/hour) serves as a typical speed for adults less than 30 years 
of age, a slower speed of about 1 mph (1.6 km/hour) may be more 
accessible for older individuals and users with mobility limitations. 
We observed that the frequency of footfalls (cadence) does not 
change substantially with the walking speed; the time interval be-
tween successive footfalls decreased only by about 30% (from 1.6 to 
1.1 s) even with a threefold increase in speed (from 1 to 3 mph). 
Consequently, the rate of pressurization of the ESB was independent 
of speed, as indicated by the collapse of experimental pressure traces 
when normalized by the terminal ESB pressure (Fig. 3B). Further-
more, we observed only a slight (~10%) decrease in the maximum 
ESB pressure with a decrease in speed from 3 to 1 mph, which may be 
attributed to the known reduction in the amplitude of the stepping 
force at slower speeds (54). As neither the final pressure nor the fill 
rate is sensitive to changes in walking speed within the 1-to-3 mph 
range, we believe that our devices may be used effectively at reduced 
speeds with minimal to no modifications.

We also tested the performance of the 35-ml EHD for five differ-
ent users with body weights in the range of 52 to 87 kg (Fig. 4A), 
walking at a speed of 3 mph; results from these tests are shown in 
Fig. 4 (B and C). Neglecting small variations that may be attributed 
to inherent differences in foot size, shoe fit, cadence, and gait 
between users, we see that the final ESB pressure increases propor-
tionally with the user’s body weight on account of the increased 
maximum heel force exerted on the EHD. This conclusion is fur-
ther corroborated by our mechano-fluidic model, which predicts a 
maximum ESB pressure that increases proportionally with the 
applied heel force (Fig. 4, D and E). Combining experimental trends 
(inset to Fig. 4C) with model predictions (Fig. 4E), we infer that 
approximately 61% of the users’ bodyweight is transmitted via their 
heel to the EHD, which is in excellent agreement with data reported 
in the literature (54).

Powering assistive actuators using harvested 
pneumatic energy
We demonstrated the ability of our energy harvesting system to 
generate sufficient energy to operate two pneumatic actuators made 
entirely of textiles: (i) an arm-lift assistive device (Fig. 5) and (ii) a 
supernumerary arm (Fig. 6), similar to devices reported in prior 
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work (25–27, 55). Both actuators were again fabricated by stacked 
laminate assembly of heat-sealable textiles in a process identical to 
that used for the EHD and ESB (figs. S2 and S3).

The arm-lift assistive device consists of a pneumatic bellows 
actuator (28, 56) made of six inflatable textile pouches sewn firmly 
beneath the shoulder of a long-sleeve compression shirt (Fig. 5A). 
When pressurized with air from the ESB, the actuator exerts a lift-
ing torque at the shoulder to assist the user in raising (abducting) 
his or her arm (Fig. 5B). The number of pouches in the actuator 
determines the angle through which the arm is raised and the 
volume of air required per actuation cycle. To quantify the torque 
generated by the arm-lift device, we used a mannequin with a freely 
rotating shoulder joint to preclude all influences of muscular effort 
when testing on a human user. We varied the supply pressure and 

the weight suspended from the arm (Fig. 5C) and measured the angle 
of rotation of the shoulder joint to infer the assistive torque (Fig. 5D). 
Our arm-lift actuator can apply a torque greater than 10 N m (table 
S7), which is consistent with the demands on current textile-based 
assistive devices (3). We also demonstrated the use of the arm-lift 
assistive device, powered solely by energy stored in the ESB, by a 
human user (Fig. 5A); a video showing the device in operation, on 
both the mannequin and the human user, is included as movie S2.

The supernumerary robotic arm (or “third arm”) operates using 
a dual-bladder system (Fig. 6A). The supporting bladder lends me-
chanical stiffness to the arm during use; it is mounted on the ESB 
and remains pressurized at all times. The actuating bladder forms 
the end effector of the arm and, when pressurized, allows the user to 
grasp and hold objects of various shapes. When not in use, the arm 
deflates to a compact size and folds conveniently out of the user’s 
way (Fig. 6B). We tested our prototype robotic third arm by using it 
to grasp common household objects of various sizes, shapes, and 
weights, including a pair of scissors, a cup, and a granola bar (Fig. 6C 
and fig. S10); these demonstrations were performed solely using 
pressurized air generated by the energy harvesting system. Figure 6D 
shows a human user picking up a 42.6-g granola bar using the third 
arm and transporting it to the desired target location 1 m away. 
Figure 6E further demonstrates the utility of this device when the 
user’s hands are full, enabling them to pick up and transport a piece 
of crumpled paper while also holding two large boxes. Operation of 
the third arm in this work is powered solely by energy harvested 
with the EHD and stored in the ESB; a video of these demonstra-
tions is included as movie S3.

DISCUSSION
This work demonstrates a soft, low-profile, and comfortable textile- 
based system that harvests energy during walking to operate pneu-
matic assistive and rehabilitative devices. A smaller EHD volume 
results in a slower fill rate but achieves a higher maximum pressure 
of air stored in the ESB; conversely, a larger EHD volume yields a 
faster fill rate but achieves a lower maximum pressure (fig. S9). This 
behavior occurs because the terminal ESB pressure is determined by 
the maximum pressure attained in the EHD; the latter, as per the 
force balance described by eq. S6, is set by the ratio of the net maxi-
mum force on the pouch wall (i.e., the peak heel force minus the 
spring force) to the effective contact area between the pouch and the 
foot. For a given heel force, therefore, a smaller EHD yields a higher 
maximum pressure due to the smaller contact area through which 
this force is exerted on the pouch wall. This inverse relationship 
between EHD size and maximum pressure is further corroborated 
by the predictions of our mechano-fluidic model, as seen in Fig. 2D. On 
the other hand, a larger EHD volume enables a faster fill rate on 
account of the greater quantity of gas pumped during each step 
cycle. The peak operating pressure and the rate of pressurization 
can be customized, respectively, by modifying the size of the EHD 
and the ESB, allowing fine-tuning of the energy harvesting system 
to meet the needs of the user. Our mechano-fluidic model simplifies 
device optimization by permitting exploration of the design space 
of possible EHD and ESB configurations before actual fabrication 
and testing. The textile-based energy harvesting system can thus be 
tailored, in principle, to support a variety of existing or future pneu-
matic actuators and soft wearables that users may need to support 
or augment their capabilities.
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Fig. 4. Evaluating system performance for users of different bodyweights. 
(A) The cohort of test users representing a range of bodyweights, leg lengths, and 
foot sizes. (B) ESB pressure recorded as a function of time for the 35-ml EHD and for 
the five users all walking at 3 mph. Raw pressure data were smoothed over two 
step cycles and then averaged over three replicates. (C) Pressure traces in (B) nor-
malized by the maximum ESB pressure show no notable variation in fill time 
between users. The inset indicates that the maximum ESB pressure increases pro-
portionally with the user’s bodyweight. (D) Transient responses of the mechano- 
fluidic model from a parametric sweep of the amplitude of stepping force, simulating 
users of different weights. (E) The final ESB pressure in (D) increases proprtionally 
with the peak heel force exerted on the EHD.
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Fig. 5. The pneumatic arm-lift assistive actuator. (A) The actuator mounted on the user’s garment beneath the shoulder, shown in an actuated state after pressurization 
with compressed air generated by the user. (B) When pressurized, the actuator imparts a lifting torque on the shoulder joint of a mannequin; the mannequin was used to 
preclude any influence of muscular effort when testing on a human user. (C) Schematic representation of the experimental setup used to characterize the lifting torque. 
(D) The angular displacement of the arm produced by the actuator as a function of the input pressure and the weight suspended from the arm. Data markers denote 
averaged measurements, and the error bars indicate the range of observed angles across three replicates.
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Fig. 6. The supernumerary robotic arm powered by the energy harvesting system. (A) Schematic diagram of the dual-bladder system that lends mechanical strength 
and enables gripper actuation. (B) The third arm in the storage, deployed (unactuated), and actuated configurations. (C) The third arm gripping objects of various shapes, 
weights, and surface textures. (D) A time-lapse sequence of the user using the third arm to pick up, transport, and deliver a 43-g granola bar. (E) The third arm used to pick 
up and transport a crumpled piece of paper while the user’s arms are full.
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Our pneumatic energy harvesting system is not without limita-
tions. For instance, the maximum energy that our device can supply 
in a single rapid draw is limited by the internal volume of the 
ESB. System capacity may be enhanced by enlarging the ESB or, 
more appropriately, by sizing the ESB commensurate with the maxi-
mum energy demand expected from various assistive actuators. For 
routine use, we envision sizing the components such that the ESB 
would enable several actuation cycles in quick succession before the 
user must wait for the EHD to replenish the expended gas. Although 
our system is well suited for powering pneumatic actuators directly, 
some users may still require actuators or controllers powered 
electrically, necessitating an onboard generator that runs on 
compressed air. Fortunately, this conversion step can be completed 
with an efficiency of approximately 50% (57), yielding a maximum 
average power output of about 1.5 W, which is still competitive with 
the maximum values reported for direct harvesting of electrical 
energy from walking (38).

All five users who tested our device reported that the EHD felt 
comfortable during walking, and most users found its firmness 
comparable to that of commercial insoles or shoe inserts. While the 
presence of the device inside the shoe was perceptible, none of the 
users reported discomfort, pain, or soreness after tests. A systematic 
investigation of user comfort and ergonomics will be helpful in 
guiding future optimization of our EHD design to minimize its 
influence on the user’s gait and preclude any possibility of injury 
from long-term use. We believe that balancing user effort across the 
gait cycle by providing EHDs inside both shoes, as well as reshaping 
the EHDs to support the full area of each foot, will enhance both 
user comfort and the efficiency of our energy harvesting system. 
Another useful feature could be the provision of a valve to disconnect 
the EHD from the ESB, allowing the user to manually disable energy 
harvesting if desired.

In summary, the textile-based energy harvesting system developed 
in this work will support individuals with upper body functional 
limitations by powering assistive wearables that facilitate activities 
of daily living, thereby enabling improved quality of life and lowering 
barriers to social participation. An assessment of our system showed 
that it outperformed all other foot strike energy harvesting tech-
niques relying on electric mechanisms by over 100% in maximum 
average power. During experiments, a maximum average power 
output of nearly 3 W was achieved, and an energy conversion effi-
ciency of 23% was demonstrated. Our current system may be used 
directly by users with different walking speeds or body weights 
without design modification. Furthermore, our mechano-fluidic 
model—which we derived from first principles based on a funda-
mental thermodynamic and fluidic analysis of our system and 
validated against experimental results—allows further optimization 
of power, efficiency, and output characteristics to suit the needs of 
specific users. Our choice of structural materials, namely, heat-sealable 
textiles and foam, renders our devices soft, portable, and affordable, 
requiring only $20 in materials to produce all wearable components. 
The fully assembled system weighs 140 g, which is less than 1/10th 
of the weight of the power and control infrastructure required to 
operate a similar textile-based supernumerary arm in prior work 
(25). Unlike expendable energy sources such as single-use battery 
packs, our device is capable of continuous power generation, elimi-
nating the need for periodic replacement or refueling. In addition, 
the fabrication process is simple, inexpensive, and uses off-the-shelf 
textile materials and well-developed processes such as heat sealing 

that may be readily scaled for mass production. We are therefore 
optimistic that our textile-based system can provide a lightweight, 
low-cost solution for powering wearable devices that will advance 
the state of the art beyond the limitations imposed by heavy and 
bulky power sources that serve the current generation of assistive 
and rehabilitative technologies.

MATERIALS AND METHODS
Experimental design
The goals of this work are twofold: (i) design a soft, wearable 
textile-based system for capturing pneumatic energy during walk-
ing and (ii) develop an accurate mechano-fluidic model, validated 
against experimental data, that can be used to predict and optimize 
system performance. We also demonstrated two textile-based assistive 
devices—an assistive device to aid shoulder motion and a super-
numerary robotic arm—highlighting the ability of our system to 
meet the requirements of practical assistive and rehabilitative actua-
tors for users with functional limitations. All our devices are textile- 
based with the goal of enabling a lightweight, unobtrusive, and 
comfortable wearable system. To allow scalability and facilitate rep-
lication of our work, we fabricated all devices from commercially 
available, inexpensive materials.

Fabrication of the insole EHD
Three different EHD prototypes were fabricated with pouch volumes 
of 6, 35, and 72 ml; dimensions of the pouches were chosen to fit 
comfortably and unobtrusively inside the user’s shoe. A desktop laser 
engraver (K40, Orion Motor Tech) was used to cut the outer layers 
of heat-sealable textile (FHST, TPU-coated nylon taffeta, Seattle 
Fabrics Inc.) and an inner layer of silicone-coated nonstick textile 
(FRC13, 1.3 oz. silicone-impregnated ripstop, Seattle Fabrics Inc.) 
as shown in Fig. 1A. The layers were stacked, aligned, and then heat 
sealed using a benchtop heat press (DK20SP, Geo Knight) at a tem-
perature of 208°C and cylinder air pressure of 50 psi for a duration of 
30 s. Next, a water-blown polyurethane foam mixture (FlexFoam-iT! X, 
Smooth-On) was prepared, and a premeasured quantity of the mix-
ture, calibrated to achieve the intended pouch volume after expan-
sion, was injected into the textile pouch using a syringe (Fig. 1A). 
The foam was allowed to expand to its final volume and fully cure over 
a period of at least 2 hours. Last, pneumatic connections were glued 
to the EHD using flexible rubber tubing (9776T1, McMaster-Carr), 
and check valves were added. The completed EHD is shown in 
Fig. 1B. Each of the three EHD prototypes weighed less than 27 g 
and cost less than $3 to fabricate (even when estimated using retail 
prices; see table S1).

Fabrication of the wearable ESB
The ESB was designed with an internal volume of approximately 
744 ml, distributed across four bladder arrays that were pneumati-
cally linked in series via soft rubber tubing (fig. S1). The textile bladders 
were formed by laser patterning and heat sealing TPU-coated nylon 
taffeta fabric by a process identical to that used for the EHD. A 
computerized sewing machine (SQ9285, Brother) was used to stitch 
the bladder array into a wearable belt by adding elastic as well as 
hook-and-loop (“Velcro”) attachments. Last, soft rubber tubing 
(9776T1, McMaster-Carr) was glued to the bladders to form pneu-
matic lines and to interconnect different sections of the bladder 
array. The completed ESB is shown in Fig. 1C; it weighed 91 g and 
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cost $3 to fabricate (even when estimated using retail prices; see 
table S2).

The multibladder design of the ESB was specifically chosen to 
avoid pressure on the user’s body during use; the hook-and-loop 
fasteners and elastic strips permit an adjustable and comfortable fit 
that accommodates users with different waist sizes, without restricting 
their range of motion or breathing. Once the bladders are fully 
inflated at ambient pressure, the ESB behaves as a constant volume 
tank; pressurization of the stored gas during walking causes no 
further lateral contraction of the bladders, precluding any feeling of 
constriction or discomfort to the user.

Assembly of the energy harvesting system
Two miniature plastic check valves (C-116B-SI-PS, Industrial 
Specialties Manufacturing) were attached to the EHD to enable its 
pumping action. The valves were configured to permit unidirectional 
airflow either (i) from the atmosphere to the EHD or (ii) from the 
EHD to the ESB (Fig. 1C). We used soft and flexible EPDM rubber 
tubing (durometer hardness 60A, minimum bend radius less than 
¼”) to convey pressurized air from the outlet of the insole EHD 
to the inlet of the ESB (worn at the hip level) and from the ESB to 
various assistive devices. Tubes were routed along the user’s garment 
using miniature hook and loop attachments to prevent kinking due 
to leg motion. User-controlled actuation of assistive devices was 
accomplished using a three-way valve (62475K42, Master-Carr) for 
inflating and deflating the pneumatic end effectors. The assembled 
system is shown in Fig. 1C; the overall system weighed 136 g and 
cost $21 to fabricate (even when estimated using retail prices; 
see table S3).

Fabrication of the arm-lift assistive device
The bellow actuator—consisting of six inflatable textile pouches—
was formed by stacking and heat sealing 16 layers of TPU-coated 
nylon taffeta (FHST, Seattle Fabrics Inc.) interspersed with 13 layers 
of nonstick silicone-impregnated ripstop (FRC13, Seattle Fabrics 
Inc.), as shown in fig. S2. Heat sealing was performed using a benchtop 
heat press (DK20SP, Geo Knight) at a temperature of 200°C, cylinder 
pressure of 80 psi, and for a duration of 80 s. A computerized sewing 
machine (SQ9285, Brother) was then used to firmly attach the bellow 
actuator under the arm of a long-sleeve compression shirt (Fig. 3A and 
fig. S2). Last, soft rubber tubing (9776T1, McMaster- Carr) was glued 
to the device to provide pneumatic connection to the control valve. The 
arm-lift assistive device (including the compression shirt) weighed 
113 g and cost less than $23 to fabricate (even when estimated using 
retail prices; see table S4). For the experiment shown in Fig. 5C, we 
used a manual pressure regulator to vary the input pressure to the 
arm-lift and thereby modulate the angular displacement of the arm.

Fabrication of the supernumerary robotic arm
We built two prototype third-arm devices—a 30-cm “long” version, 
as well as an 18-cm “short” version—each consisting of two inflatable 
textile bladders: one for support and the other for actuating the 
gripper. Figure 4 shows the long arm in operation, whereas addi-
tional results for the short arm are included in fig. S10. Both devices 
were made by heat sealing three layers each of TPU-coated nylon 
taffeta (FHST, Seattle Fabrics Inc.), interspersed with two layers 
each of nonstick silicone-impregnated ripstop (FRC13, Seattle 
Fabrics Inc.), as shown in fig. S3. Heat sealing was performed using 
a benchtop heat press (DK20SP, Geo Knight) at a temperature of 

208°C, pressure of 60 psi, and for a duration of 40 s. A computerized 
sewing machine (SQ9285, Brother) was then used to add the textile 
frame supporting the cantilevered arm and to affix a loop attachment 
point to the wearable ESB (fig. S3). Separate pneumatic connections 
to the support and actuation bladders were made using soft rubber 
tubing (9776T1, McMaster-Carr). The actuating bladder was 
connected to the three-way valve for controlled actuation of the 
supernumerary arm, whereas the support bladder was directly fed 
from the ESB through a check valve (C-116B-SI-PS, Industrial 
Specialties Manufacturing) to prevent deflation during operation. 
Last, a thin layer of a soft and tacky elastomer (Ecoflex GEL, 
Smooth-On) was applied to the gripping surface of the arm to 
improve grip on objects with smooth and slippery surfaces. The 
short and long third arm devices weighed 9 and 14 g, respectively, 
and cost $8 each to fabricate (table S5).

Experimental evaluation of the performance of the energy 
harvesting system
Experimental measurements of system performance were conducted 
with users walking on a treadmill (TR150, Xterra Fitness). We tested 
our device with users of different body weights (52 to 87 kg), who 
were all authors of this work. Except for data shown in Fig. 3, tests 
were performed at a speed of 3 mph, corresponding to the average 
walking speed for users less than 30 years old (53) (Fig. 2A). For each 
test, the user walked on the treadmill at a steady pace until the wear-
able tank was fully inflated. The stepping force applied on the insole 
EHD during walking was recorded using a force-sensing resistor 
(FSR 406, Interlink Electronics) mounted inside the user’s shoe and 
connected to a voltage divider circuit and an analog voltage acquisi-
tion system (USB-6211, National Instruments) as shown in fig. S5. 
The gas pressure at the inlet of the ESB was monitored using a pressure 
sensor (ADP5151, Panasonic), which was also connected to an analog 
data acquisition system (NI USB-6002, National Instruments).

SUPPLEMENTARY MATERIALS
Supplementary material for this article is available at https://science.org/doi/10.1126/
sciadv.abo2418
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